Construction and performance of probe-type cells connected in a series assembly.
Construction of a newly improved cells connected in series (CCS) assembly is introduced. The random error model presented by previous investigators has been revised. The assembly was so designed that it can be used in conventional ion-selective electrode measurements, but resulted in multiplied response thus enhancing the precision and accuracy of potentiometric analyses.